Introduction {#sec1}
============

Vertebroplasty (VP) which was first reported in 1987, is a minimally invasive technique performed to augment vertebral compression fractures (VCFs) with a filling material \[typically polymethylmethacrylate (PMMA)\].[@bib1] Among the reported complications, there are subsequent fractures in both previously operated[@bib2], [@bib3], [@bib4] and in the adjacent vertebrae,[@bib5], [@bib6], [@bib7] possibly due to the addition of the material that is stiffer than the surrounding trabecular bone. Fahim et al suggested that aggressive cement augmentation of the vertebral body may promote the endplate deflection fracture mechanism.[@bib8] Biomechanical and finite element studies demonstrated that vertebroplasty alters load transfer, resulting in increased stresses in adjacent endplates as well.[@bib9], [@bib10], [@bib11]

The application of augmentation materials, with stiffness close to intact vertebra, has been suggested to prevent subsequent fractures in VP.[@bib11], [@bib12] Elastoplasty performed with VK100 (BONWRX, Phoenix, AZ, USA), an elastic polysiloxane polymer (silicone) which is reported to show stiffness close to intact vertebrae,[@bib13] is a new alternative technique based on VP. As an hypothesis, with its similar mechanical properties to those of the trabecular bone of the vertebrae, VK100 may reduce the risk of subsequent fractures.

In the literature, there are very few studies on this novel technique.[@bib13], [@bib14], [@bib15] One of these studies is a biomechanical study comparing elastoplasty with PMMA,[@bib13] one is a retrospective clinical study with a relatively small patients group[@bib15] and the other is a study comparing two small patients groups regarding elastoplasty and PMMA for kyphoplasty.[@bib14] With a larger group of patients and more spinal levels treated, the aim of our study is to evaluate the clinical outcomes of the patients in terms of pain relief in the short term after the augmentation of VCFs with elastoplasty using VK100 and to assess especially the complications and the presence of subsequent fractures which VK100 is suggested for as a better alternative to PMMA, thus to contribute to the literature regarding clinical data for the application of this novel promising technique in the treatment of VCFs.

Materials and methods {#sec2}
=====================

This study was approved by the Institutional Reviewal Board with reference number 00218263. All participants provided written informed consent.

Thirty nine patients (9 men, 30 women; mean age, 67 years; age range, 38--84 years) with VCFs who had undergone percutaneous elastoplasty using VK100 as the augmentation material, in a single institution were retrospectively reviewed. The mean follow up period was 12,5 (range 8--22) months. In 32 of the patients the VCFs were osteoporotic whereas in 7 of the patients the VCFs were due to multiple myeloma. The total number of the treated vertebral bodies was 87 (min 1--max 5). The mean number of the treated vertebral bodies was 2,2 per patient. The numbers of the distribution of the spinal levels treated are demonstrated in [Fig. 1](#fig1){ref-type="fig"}.Fig. 1The numbers of the distribution of the spinal levels treated.Fig. 1

The procedure was performed under local anesthesia in 37 (95%) cases and the remaining 2 (5%) were operated under general anesthesia due to multiple level fractures. The mean duration of the surgeries was 45 (min 35--max 75) minutes. The procedure was performed through a unilateral transpedicular approach in 62 (71%) spinal bodies and through a bilateral transpedicular approach in 25 (19%) bodies.

The surgical indication for elastoplasty procedure was VCFs from T4 to L5, with ongoing pain after a 6 weeks of conservative treatment and clinical onset less than 12 months, confirmed by direct radiographies of the spinal column and if not evident on direct radiographies by the presence of edema on magnetic resonance imaging (MRI). All of the cases fulfilled the following conditions: (1) the patients did not have severe heart, lung or brain diseases and can lie prone for a duration of 1--2 h; (2) there were no symptoms associated with spinal cord or nerve root damages; (3) pain was continuous and could not be reliefed by drug or physical therapy. Exclusion criteria were identified posterior wall defects, active local or systemic infection, vertebral canal occupation by a fragment of the vertebral body, active associated disorders or other that may interfere with correct assessment of quality of life and pain.

Surgical technique {#sec2.1}
------------------

Elastoplasty was carried out under fluoroscopy (Ziehm Imaging, Nurnberg, Germany) by experienced spine surgeons. Ten mL of lidocaine 1% (B. Braun, Melsungen, Germany) was infiltrated from the skin to the periosteum of the targeted vertebral pedicles. In our institution, routine core biopsies are routinely performed prior to VP/KP and elastoplasty procedures to identify the fracture as if it is a pathological fracture which may not be revealed by imaging modalities. Therefore, pathological samples were obtained with a 15G biopsy needle in all patients, before the injection procedure. Then, the procedures were performed using 10-gauge or 13-gauge needles of a vertebroplasty kit (Tsunami Medical, San Possidonio, Italy) through either a unilateral or a bilateral transpedicular approach. There was not a certain amount of VK100 to be planned to be injected and VK100 was injected inside the vertebral body until satisfactory filling was achieved or leakage outside the vertebral body was observed on fluoroscopy. Posterior 1/3 of the vertebral body was tried to be avoided to be filled. After the injection procedure, the patient was kept in prone position and the needles were kept inside the pedicle to avoid leakage for about 10 min until the hardening process of VK100 finished. The working time for VK100 is dependent on room or body temperature and is approximately 15 min from the beginning of the procedure to the end of the injection process in normal operating room and body temperature.

Postoperative care and follow up {#sec2.2}
--------------------------------

The patients were autonomously ambulated on the day after surgery. Standard direct radiography and computerized tomography (CT) evaluation was performed 24 h after the procedure to check distribution and leakage. The patients were followed-up in 3 months intervals. During the follow-up, routine non-weight-bearing anteroposterior and lateral radiographies of the spinal column were performed. Lateral radiographies of a patient obtained in the preoperative, early postoperative periods and during the last follow-up are demonstrated in [Fig. 2](#fig2){ref-type="fig"}.Fig. 2Lateral radiographies of a 72 years old female patient in whom augmentation of T6 and T7 vertebrae was performed with elastoplasty due to osteoporotic VCFs. a) preoperative, b) early postoperative and c) during the last follow-up.Fig. 2

Peroperative and postoperative complications were noted.

Clinical results were evaluated with Visual Analogue Scale (VAS)[@bib16] preoperatively and during the last follow up.

Statistical analysis {#sec2.3}
--------------------

Statistical evaluation was performed using SPSS for windows 21.0 software (SPSS Inc, Chicago, IL). The values of pre and postoperative VAS were compared with Paired Samples t test. Significance level was set at 0,05.

Results {#sec3}
=======

Cement leakage was noted in 5 (13%) patients. All leakages were inside the paravertebral soft tissues or veins. There were no intra or postoperative neurological or pulmonary complications. In no case the leakage was symptomatic and an additional intervention was required. We have not seen any embolisms with clinical relevance. In one case (a patient with trombocytopenia, \<70,000), hematoma occurred under the needle entry site as a complication. The hematoma was resorbed without any intervention during the follow up. At 24 h after vertebroplasty, 26 (66%) patients reported a decrease in their pain scores by 50% or more. Within 24 h of the procedure, 12 (31%) patients quited taking analgesics and the remaining 27 (69%) reduced the amount of analgesics they took by more than half. The mean VAS score decreased from 7,5 ± 0,96 (range 6--9) to 3,5 ± 0,88 (range 2--6) during the last follow-up. VAS score decreased in all patients postoperatively. There was statistically significant difference between pre and postoperative VAS scores (*p* = 0,000).

In one (2,5%) patient, subsequent level fracture and in another one (2,5%), fracture at a non-adjacent distant level were observed during the last follow up.

The patients\' demographics and the results are summarized in [Table 1](#tbl1){ref-type="table"}.Table 1Patients\' demographics and the summary of the results.Table 1n39 (9 men, 30 women) patientsMean age67 (range, 38--84) yearsType of VCFsOsteoporotic VCFs in 32 patients\
VCFs due to multiple myeloma in 7 patientsMean follow-up period12,5 (range 8--22) monthsTotal number of the treated vertebral bodies87 (range 1--5)Type of anesthesiaLocal anesthesia in 37 (95%) patients\
General anesthesia in 2 (5%) patientsType of transpedicular approachUnilateral in 62 (71%) spinal bodies\
Bilateral in 25 (19%) spinal bodiesCement leakageParavertebral in 5 (13%) patientsThe mean VASPreoperative 7,5 ± 0,96 (range 6--9)\
Last follow up 3,5 ± 0,88 (range 2--6)Fractures during the follow-upSubsequent level fracture in one (2,5%) and non-adjacent distant level fracture in another one.

Discussion {#sec4}
==========

In the treatment of VCFs, VP and KP are considered the gold standard. However, both techniques have some serious drawbacks such as subsequent adjacent level fractures and neurological deficits due to the exothermic effect of PMMA polymerization. Thus, search for new augmentation materials to overcome this disadvantages go on. Elastoplasty is a technique performed with VK100 which is introduced for this purpose.

New osteoporotic vertebral compression fractures, in the months after VP, are reported in 7--63% of VP patients, up to 82% of these occur at the adjacent levels, with adjacent fractures occurring sooner than nonadjacent fractures; rates of recurrent fracture of the augmented vertebra itself range up to 63% in the literature.[@bib17], [@bib18], [@bib19], [@bib20], [@bib21], [@bib22] The mechanism of adjacent level fractures was searched by several biomechanical studies.[@bib8], [@bib9], [@bib11], [@bib23], [@bib24] In their biomechanical study Fahim et al claimed that the endplate deflection fracture mechanism was the main factor for adjacent fractures after vertebroplasty and concluded that vertebroplasty altered the load transfer along the anterior spinal column.[@bib8] Similarly, Baroud et al hypothesized that excess deformation in the adjacent endplate essentially contributed to subsequent adjacent fractures.[@bib9] In addition, they hypothesized that the use of polymers combining high strength and low stiffness could minimize the stiffness and load shift, and therefore decrease the risk of subsequent fractures following VP. Thus, to avoid subsequent fractures, some solutions such as the application of low-modulus PMMA,[@bib25], [@bib26] prophylactic vertebroplasty of the adjacent vertebrae,[@bib7], [@bib27], [@bib28], [@bib29], [@bib30] and recently an elastic polysiloxane polymer (silicone) have been proposed. In their biomechanical study Schulte et al concluded that VK100 may be a viable option in the treatment of osteoporotic fractures and with its stiffness close to intact bone, it has the biomechanical potential to reduce the risk of subsequent adjacent fractures.[@bib13] In their retrospective study, which they compared VK100 with PMMA, Bornemann et al reported results supporting this data as they have found less additional fractures in the VK100 group. In accordance with the hypothesis suggested by Fahim et al and the results reported by Schulte et al and Bornemann et al, our study shows that elastoplasty performed with VK100 with its elastic modulus close to intact vertebrae[@bib13] helps to decrease the risk of subsequent adjacent fractures with only 1 (2,5%) fracture in an adjacent level and another one (2,5%) in a non-adjacent distant level, but no recurrent fracture of the augmented vertebra itself.

As well as a subsequent fracture, also the augmented vertebral body itself is more likely to be re-fractured than a vertebral body with regular PMMA with a material due to lower stiffness. Boger et al reported that lower vertebral body stiffness of low-modulus cement was related with higher failure strength.[@bib25] In their biomechanical study, Nouda et al compared calcium phosphate cement (CPC), which provided less stiffness in the treated vertebral body, with PMMA and found a higher rate of fracture with CPC augmentation in the treated vertebrae.[@bib31] Similarly, the vertebral body augmented with VK100 has the potential risk that overall stiffness may not be restored due to its lower stiffness and as a result collapse and failure in the augmented vertebra may occur due to micro-motion within the vertebral body and changes in load distribution. Schulte et al also reported that the vertebral bodies subsided significantly during repetitive loading. While this increased the overall stiffness at 5000 cycles, the vertebral bodies collapsed around 4 mm, about 10% of their initial height.[@bib13] Bornemann et al did not encounter any collapse in the VK100 augmented vertebrae after a mean follow up period of 12 months.[@bib14] Similarly, we did not found out any collapse of the vertebral bodies augmented with VK100 in our study.

In their systematic review of 69 clinical studies, Hulme et al have found the mean VAS score to decrease from 8,2 to 3,0 and found out that 87% of the patients have had pain relief after vertebroplasty or kyphoplasty.[@bib32] In their study with their first experience with elastoplasty in 12 patients, Urlings and van der Linden reported that the mean preoperative VAS score to decrease from 7,9 to 3 postoperatively.[@bib15] In only one patient, VAS did not decrease and remained constant as 8. Postoperative VAS results of 2 patients were not present, as these patients were deceased. In this report, elastoplasty seemed to be useful in decreasing VAS, however the authors did not interpret their pain outcomes. Bornemann et al reported that the use of VK100 was with reduction in VAS and ODI comparable to or slightly better to than PMMA usage, probably with minor additional fracture occurrence.[@bib14] In our series, the mean VAS score decreased from 7,5 to 3,5 VAS score decreased in all patients postoperatively. There was statistically significant difference between pre and postoperative VAS scores (*p* = 0,000). With these results, elastoplasty seems to be comparable with VP and KP regarding pain relief.

The risk of cement leakage in various series of VP and KP ranges between 3% and 80%[@bib33], [@bib34], [@bib35], [@bib36], [@bib37] with resultant neurological deficits such as radiculopathy and cord compression occurring in 0%--3,7% and 0% to 0,5%, respectively.[@bib32], [@bib33], [@bib34], [@bib35] In their systematic review, Hulme et al have evaluated 69 clinical studies and the mean leakage rate was 41%.[@bib32] All leakages were inside the paravertebral soft tissues or veins. In their study with VK100, Urlings and van der Linden reported a high leakage rate of 90% in 19 vertebral segments out of 21.[@bib15] In 67% of treated vertebrae, leakage occurred to the perivertebral venous plexus, whereas the leakage was into the paravertebral soft tissue. There was also leakage to the long back muscles through the puncture canal after removal of the needle (14%) and to the adjacent intervertebral disc (14%). In this study, only 17% of treated vertebrae showed no leakage. In their comparative study, Bornemann et al reported a leakage rate of 6,7 (1 patient out of 15) in the PMMA group and 13,3% (2 patients out of 15) in the VK100 group of their study. They claimed that there was no statistically significant difference between the groups. They did not specify the location of the leakages in both groups. In our study, there was a leakage rate of 13%. All leakages were inside the paravertebral soft tissues or veins in our study. Our results regarding leakage is consistent with the literature data on cement leakage and the outcomes of the study performed by Bornemann et al.

Silicone pulmonary embolism is a serious complication of elastoplasty.[@bib15] Urlings and van der Linden has performed chest computerized tomography (CT) in the early postoperative period in ten of the 12 patients in whom they performed elastoplasty.[@bib15] They have detected silicone pulmonary embolism (SPE) in 60% (6/10) of these patients. However, only 1 of the 10 patients with detected SPE was symptomatic, as the others remained asymptomatic. On the contrary, Bournemann et al did not encounter any symptomatic SPE in the VK100 group in their study. In our study we also did not encounter clinically symptomatic SPE related with VK100 augmentation. Because there was no pulmonary symptom, we did not perform postoperative chest CT in our cases. Due to the low viscosity, we also suppose that SPE may occur during elastoplasty via perivertebral venous plexus. However, with the presence of no symptomatic cases, our study shows that SPE is not a clinical event similar with cement pulmonary embolism (CPE). In Vertos II study, all patients were asymptomatic at the time of CPE diagnosis verified by imaging studies.[@bib37] This is because the cement fragments are distributed peripherally without a specific lobar localization. Studies conducted in patients with CPE show that cement deposits does not cause structural changes in the lung parenchyma and patients usually do not develop sequelae.[@bib37] This is due to biologically inert behavior of cement, which is not causing inflammation in the lung parenchyma.[@bib37] As it is a silicon based polymer, VK100 is also biologically inert and it is probable that SPE does not cause inflammation in the lung parenchyma through this mechanism. Thus, we believe that a close clinical follow-up is sufficient in most of the elastoplasty cases. Early postoperative chest radiographs and chest CT should be performed only if necessary in symptomatic cases.

Height restoration after vertebral augmentation is another important concern regarding both clinical and radiological outcomes. In their comparative study, Bornemann et al reported that augmentation with both PMMA and VK100 lead to significantly improved vertebral heights.[@bib14] However, they reported that height restoration of VK100 was not satisfactory when compared to PMMA augmentation after 12 months. Their study demonstrated a worse height restoration, but a more stable height over the follow-up period, in the VK100 group. Unfortunately, we did not evaluate height restoration after VK100 augmentation. The lack of the data regarding vertebral height restoration is a weak point of our study.

When compared with PMMA, VK100 has some certain advantages. Although VK100 hardens slower than PMMA, the hardening period of the material and the injection time can be adjusted by changing the temperature. The technique is more economical as the wider time window of processing the mixed substance and the possibility to adapt the amount of augmentation material make the multi level vertebral augmentation feasible using only a single kit for all levels. A further advantage of VK100, with its elasticity and reduced stiffness, is the possibility of introducing metallic materials such as pedicle screws or biopsy trocars inside it Latter instrumentation of the augmented vertebra and biopsy for recurrences occurred anterior to the augmentation, in tumor cases, are viable with this feature. Also as the material is elastic, its space occupying effect is limited. With these features, even in case of leakage inside the spinal canal, the potential of neurological damage is low. With its lower viscosity, contrary to PMMA, it does not break the trabecule of the spongious bone but diffuse between them and interdigitate when it is hardened ([Fig. 3](#fig3){ref-type="fig"}). This effect provides enhanced bone adherence.[@bib14]Fig. 3Postoperative axial CT scan revealing the interdigitation of VK100 without destroying the trabecular structure.Fig. 3

The retrospective design of the study, the limited number of the patients, short follow up periods, the insufficiency of the radiological evaluation, the lack of data on VAS score changes over time, functional scoring of the patients and the control groups are the main draw-backs of our study and preclude reaching a more definite judgment. Short follow up periods of the patients may be the reason for the low number of subsequent fractures as some impending fractures that may occur in the long term could be present. The heterogeneity of the patient group regarding the etiology and the number of the spinal levels treated may have lead to misinterpretation of VAS scores. The demonstration of VAS changes over time would interprete the clinical outcome in a better view. The lack of the control groups and the retrospective design of the study are certain objections as some key statistics cannot be measured. As a result of the retrospective aspect, an accurate record-keeping of the clinical and the radiological outcomes was not present. Thus, randomized controlled trials with long-term follow-up periods are required for further evaluation of the elastoplasty technique. However, we believe that this is an important study as there are very few studies in the literature reporting on the results of elastoplasty technique using VK100 in the treatment of VCFs.

In conclusion, the results obtained in our study show that elastoplasty is a safe and promising technique to overcome some certain drawbacks of PMMA, in the augmentation of VCFs. Our study demonstrates that elastoplasty performed with VK100 is comparable to VP and KP in terms of pain relief. The rate of leakage appears to be comparable with that of VP and KP. Even if SPE occurs, it is asymptomatic. In the short term, it has been found promising regarding the avoidance of subsequent level fractures.
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